Experience with a medical waste portal monitoring system.
A portal monitor was installed to detect radioactivity in trash and laundry leaving the hospital facility. Experiences with selection, installation, calibration and detection capabilities are reviewed. Also reviewed are the topics used in training hospital employees on proper use of the monitor and response detected activity in trash or laundry.